Usefulness of a peelaway sheath introducer with a splittable hemostatic valve for placement of permanent pacemaker lead.
One hundred and twenty-two permanent pacemaker lead placements were performed by two physicians, utilizing a recently released peelaway sheath introducer with a splittable hemostatic valve. All introducers performed well and provided convenient bloodless surgical fields, as expected from the presence of a valve.